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NOTICE IN REGARD TO 


JOHNSON & JOHNSON 
AND 


VAN HORN & SAWTELL 


It is with much satisfaction that Messrs. Van Horn & 
Sawtell and Johnson & Johnson announce the consolidation 
of their respective interests. 


To Messrs. Van Horn & Sawtell the opportunities offered 
by combining with Johnson & Johnson mean the realization 
of an ideal, 


To Johnson & Johnson the combination means the onward 
march of progress. an increase of laboratory facilities, and 
the addition of Messrs. Van Horn & Sawtell to the Johnson 
& Johnson organization. 


Particular emphasis is directed to the fact that all the 
specialties of each firm will be continued as in the past, so 
that there will be no inconvenience or annoyance experienced 
by the patrons of either concern. 


The union of these two American firms—each so long 
identified with earnest and constructive efforts to raise the 
standard of surgical dressings, sutures and so on—leaves no 
doubt of continued progress in this important direction. 


JOHNSON & JOHNSON 
LIGATURES & SUTURES 


Attention is directed to our clean, sanitary methods, 
whereby we depart from the practice of preparing catgut 
under insanitary slaughter-house conditions in which dirt, 
feces and decomposed matter are twisted right into the cord. 
We handle the raw lambs intestines ourselves. 

On account of this, there results one other important 
feature, viz.:—because we deal with the intestinal tissue 
itself we can treat it with chromic solutions, for making 
hardened catgut, while it is in the soft, loose condition. 
Others must treat the dry hard twisted cord of commercial 
catgut. 


CHROMIC OR HARDENED CATGUT 


For our hardened or chromic catgut ligatures the terms 
medium-hard chromic and extra-hard chromic are used. 

Medium-hard chromic catgut size No. 2 in muscular tissue 
wil] retain its integrity for from 10 to 20 days and extra-hard 
chromic catgut size No. 2 in muscular tissue will retain its 
integrity for from 20 to 80 days or slightly longer. 

All tubes herein listed may, if desired, be boiled in water 
to sterilize the exterior. 

Those who are especially interested in the subject of 
ligatures would do well to write for a copy of our ‘‘Hand- 
book of Ligatures,’’ in which these matters are explained 
in full. 


JOHNSON & JOHNSON 
STERILIZED SUTURES 


Catgut—Standard Tubes Z 
Sealed glass tubes containing the ligatures preserved in the 
sterilizing fluid. 
(The exterior of this style of tube with file mark may be 
sterilized by boiling with instruments.) 
Each tube contains 5 feet of catgut. 
Regular stock sizes are Nos. 00, 0, 1, 2, 3 and 4. (Can 
be supplied in sizes 5,6 and 7. Prices on application.) 
Plain catgut, medium-hard chromic and extra-hard chromic. 
Medium-hard chromic sent on all orders for chromic gut 
unless extra-hard is specified. 
Three tubes packed in a flat box 
Packed assorted sizes in each box or all three of one size 
as desired. 
Standard! LubEB si i00. veicieraremares per dozen tubes 


Catgut—Large Tubes 
Sealed glass tubes containing the ligature preserved in the 
sterilizing fluid. 
(The exterior of this style of tube with file mark may be 
sterilized by boiling with instruments.) 
Each tube contains 10 feet of catgut. 
Regular stock sizes are Nos. 00, 0, 1, 2, 3 and 4 (Can 
be supplied in sizes 5,6 and 7. Prices on application.) 
Plain catgut, medium-hard chromic and extra-hard chromic. 
Medium-hard chromic sent on all orders for chromic gut 
unless extra-hard is specified. 
Each tube in an individual box and one dozen of these 
in an outside box. 
Packed assorted sizes in each outside box or all one size 
as desired. 
Marge tubess «aa gis wanes sve sa obs per dozen tubes 


Catgut—Half-Meter Tubes 
Sealed ‘glass tubes containing the ligature preserved in the 
sterilizing fluid. 
(The exterior of this style of tube with file mark may be 
sterilized by boiling with instruments.) 
Each tube contains 20 inches of catgut. 
Each dozen tubes packed in a flat box assorted sizes, or 
all one size as desired. 
Regular assortment Nos. 1, 2 and 3. Can be supplied 
in sizes 00 to 4. 
Plain catgut, medium-hard chromic and extra-hard chromic. 
Medium-hard chromic sent on all orders for chromic gut 
unless extra-hard is specified 
Half-meter tubes................ per dozen tubes 


$2.50 


3.60 


1.00 


) ee 


JOHNSON & JOHNSON 
STERILIZED SUTURES 


Catgut—Red Cross Envelopes 


Red Cross Ligatures are packed in triple germ-proof en- 
velopes. The double inner envelope is so made as to be per- 
meable to the germicidal fluids, insuring full efficiency in 
sterilizing the ligature, but preventing subsequent reinfec- 
tion from handling by operatives. After sterilization, the 
double envelope is placed within an outer protective envelope 
and the finished envelope paced in boxes containing one 
dozen, or one hundred. for commercial distribution. 

Each envelope contains 28 inches of catgut . 

Regular stock sizes are Nos. 1, 2 and 3. Can be supplied 
in sizes 00 to 4. 

Plain catgut, medium hard chromic and extra-hard chromic. 

Medium-hard chromic sent on all orders for chromic gut 
unless extra-hard is specified, 

Envelopes are packed one dozen in a box, either assorted 
sizes in each box or all one size as desired. 

Also packed 100 in a box, assorted or all one size as 


desired. 
One dozen in a box $0.90 
TOO sin DO is vise iars 6.00 


Horsehair—Standard Tubes 


These sutures are taken from the tail of the horse, and 
subjected to thorough process of sterilization. No particular 
gradation of sizes for horsehair can be made. They are sup- 
plied in approximately uniform lengths. Horsehair has but 
very little tensile strength. It cannot be used except for 
very delicate work. 

Each tube contains two 20-inch strands. 
Size —There is only one size of horsehair. 
Packed three tubes in a flat box. 
Standard Tubes................. per dozen tubes 1,00 


Horsehair—Red Cross Envelopes 
Each envelope contains two 20-inch strands. 
Size —There is only one size of horsehair. 
Packed one dozen envelopes in a box. 
ENVELOPES .25 cia tin Oevce wrereteteny dozen envelopes -90 


Kangaroo Tendons—Standard Tubes 
Each tube contains one strand. 
Sizes—Fine, medium and coarse 
Packed three tubes in a flat box assorted sizes in each box 
or all one size as desired. 


Standard tubes...... : ...per dozen tubes 2.50 


JOHNSON & JOHNSON 
STERILIZED SUTURES 


Kangaroo Tendons—Red Cross Envelope 
Each envelope contains one strand 
Sizes —Fine, medium and coarse. 
Packed one dozen envelopes in a box, either assorted sizes 
in each box or all one size as desired. 
Buveloper os su seatnoese atepmoes dozen envelopes $1.80 


Silk Sizes 

While the market sizes of silk consist of twenty sizes, 
numbered from | to 20, No. 1 being the finest and No. 20 the 
coarsest, the sizes most in demand, ordinarily known as fine, 
medium and coarse, are Nos. 5, 9, 12, Twisted Silk. The 
ordinary fine, medium and coarse for Braided Silk are 
Nos. 4, 7, 10. 

In filling orders for Silk, where numbers are not specified, 
or which specify assorted, Nos. 5, 9, 12 Twisted, or Nos. 4, 7, 
10 Braided Silk are supplied. 


Silk—Standard Tubes 

Each tube contains two yards of silk. 

Regular stock sizes are Nos. 5,9 and 12 twisted silk and 
Nos. 4, 7 and 10 braided silk. 

Three tubes packed in a flat box. 

Packed assorted sizes in each box or all three of one size 
as desired, 

Standard tubes: siisas seaseess ose per dozen tubes 2.50 


Silk—Large Tubes 

Each tube contains four yards of silk. 

Regular stock sizes twisted silk are Nos. 5, 9 and 12. 

Regular stock sizes braided silk are Nos. 4, 7 and 10. 

Each tube placed in an individual box and one dozen of 
these in an outside box. 

Packed assorted sizes in each outside box or all one size 
as desired. 

Large tubes. 


Silk—Half-Meter Tubes 
Sealed glass tubes containing the ligature preserved in the 
sterilizing liquid 
(Ihe exterior of this tube may be sterilized by immersion 
in antiseptic solution or by boiling with instruments.) 
Each tube contains 20 inches of silk. 
One dozen tubes packed in a flat box, assorted sizes, or 
all one size as desired. 
Regular assortment Nos. 5, 9, 12 twisted silk, Nos. 4, 7, 
10 braided silk. 
Half-meter tubes 


per dozen tubes 3.60 


...per dozen tubes 1.00 


ns 


JOHNSON & JOHNSON 
STERILIZED SUTURES 


Silk—Red Cross Envelopes 


Each envelope contains one yard of silk. 

Regular stock sizes twisted silk are Nos. 5, 9 and 12. 

Regular stock sizes braided silk are Nos. 4, 7 and 10. 

Envelopes are packed one dozen in a box, either assorted 
sizes in each box, or all one size as desired. 

Also packed 100 in a box, assorted or all one size as 


desired. 
One dozenINa OKs seis sccisso we acer mane box 
100 in a box...... box 


Silkworm-Gut—Standard Tubes 


Each tube contains one 13-inch strand. 

Regular stock sizes are fine, medium and coarse. 

Three tubes packed in a flat box. 

Packed assorted sizes in each box or all three of one size 
as desired. 


Standard’ tubes): ycis55.i.5,548tae per dozen tubes 


Silkworm-Gut—Red Cross Envelopes 


Each envelope contains one 13-inch strand. 

Regular stock sizes are fine, medium and coarse. 

Envelopes are packed one dozen in a box, either assorted 
sizes in each box or all one size as desired. 


Bnvelopesi ices leisissicsasin voices ves dozen envelopes 


Emergency Tubes— With Needles 


Sealed glass tubes containing the suture and needle, pre- 
served in the sterilizing liquid, ready for use. Length 
20 inches. 


(The exterior of this tube may be sterilized by immersion 
in antiseptic solution or by boiling with instruments.) 
Catgut, plain or chromic. ...per dozen tubes 


Silk, twisted or braided. . per dozen tubes 
Silkworm-gut (13 inches)........ per dozen tubes 


Each tube in a separate box, packed one dozen such 
boxes, assorted or all one size, in an outside box. 

Regular stock sizes: Catgut Nos 1, 2 and 3, can be sup- 
plied in sizes 00 to 7. Silk, twisted, Nos. 5, 9, 12; 
braided, Nos. 4, 7, 10. 

Needles—straight, half-curved, full-curved. Size of needle 
need not be specified. 

Catgut, plain, medium-hard chromic‘and extra-hard chromic, 
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$0.90 
5.00 


1.00 


90 


2.50 
2.50 
2.50 


JOHNSON & JOHNSON 
STERILIZED SUTURES 


SPECIAL SUTURES AND LIGATURES 


Blood Vessel Sutures 
Prepared according to directions of Dr. B. M. Bernheim, 
Baltimore: Md,, for sutaring blood vessels. 
Very fine black-sille in avery fine shaighb xomnd needle, 
put up in and sterilized in liquid vaseline in tubes. 
Packed'S ta, WO. occccs viecsies ose per dozen tubes $3.00 


Umbilical Tape—Standard Tubes 


Each tube contains two 16-inch tapes. 
Packed three tubes in a flat box. 


Standard tubes. i.:..6 5:00 sajcvecieense per dozen tubes 2.50 


Umbilical Tape—Red Cross Envelopes 


Each envelope contains two 16-inch tapes. 
Packed one dozen envelopes in a box. 


Mnyelopedicic,.: jeu, os xe ace viens per dozen envelopes .90 


JOHNSON & JOHNSON 
NON-STERILE SUTURES 


-100 feet 3.60 4.00 
100 feet 4.00 4.50 


Catgut Coils 
Ten foot lengths—100 feet ina Coil. Each Coil in a box. 
Not sterile. 
Plain Chrom. 
No. 00.. 100 feet $1.00 $1.10 
No. 0. 100 feet 1.15 1.30 
No: 2k. -100 feet 1.40 1.60 
No. 2. -100 feet 1.60 1.80 
No. 3. 100 feet 2.00 2.25 
No. 4. 100 feet 2.50 3.00 
No. 5. .100 feet 3.00 3.50 
6. 
ug 


Silkworm-Gut 

This material is obtained from the silk-forming gland of 
the silkworm. It is a white, smooth material, but is quite 
stiff and should be soaked in warm or hot water before 
attempting to tie it. 

The average length is from twelve to fourteen inches. 
This material cannot be supplied with an accurate assort- 
ment as to sizes. The best that can be done is to supply it 
in what is known as fine, medium or coarse in respect to 
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JOHNSON & JOHNSON 
NON-STERILE SUTURES 


diameter, without any guarantee of great accuracy or 
gradation. Silkworm-Gut is easily sterilized, the most com- 
mon process being boiling in water. 


Silkworm-Gut—Finest Quality—100 Strands in a Box 


Regular length, fine or medium..... dozen boxes $13.20 
Regular length, coarse....... dozen boxes 14.40 
Regular length, extra coarse........dozen boxes 24.00 


Improved Worm-Gut 


In coils of about 200 inches, continuous length; 10 coils 
or 2,000 inches in a box. 
Sizes—Fine, Medium, Coarse and Busta Coarse. 


per box, 2,000 inches .60 
per box, 2,000 inches 75 
..per box, 2,000 inches 90 


per box, 2,000 inches 1.50 


Horsehair Sutures 

These sutures are taken from the tail of the horse, and 
subjected to thorough process of sterilization. No particular 
gradation of sizes for horsehair can be made. 

Horsehair has but very little tensile strength. It cannot 
be used except for very delicate work. 

Dry, 100 in box, (20 in.) not sterile. .dozen boxes 3.00 


Twisted Silk (On Card Reels) 


Approximate yardage on each card: Sizes | to 9, five 
yards; 10 to 14, three yards; 15 to 20, two yards. 


White Sizes: l. to: 20. oessiocs wuistersarelowwiaraares dozen 75 
Black —Siges) Ueto 24 cic esrecoeiatan caves oe dozen .75 
Braided Silk (On Card Reels) 


Approximate yardage on each card: Sizes | to 9, three 
yards; 10 to 14, two yards; 15 to 20, 1Y2 yard. 


White—Sizes 1 to 20.... 1.50 

Black—Sizes 1 to 14 1.50 
Twisted Silk (White or Black) 

F/OUNCE: SPOS sciss esc asians sua sows a canes ounce 2.50 
Braided Silk (White or Black) 

# OUNCE ENON 52 sscteae hens decease ounce 3.50 


—S— 


VAN HORN : 
STERILIZED SUTURES 


The Sutures embraced in the list which here follows are 
prepared in the Van Horn & Sawtell Department of Johnson 
& Johnson (New York), by the methods so long and success- 
fully used by Van Horn & Sawtell. 

Buyers and users can be assured that in every respect 
their integrity has been and will be maintained. 


In Hermetically Sealed Glass Tubes 


Catgut—Plain 
Each tube contains about 5 feet. 
Sizes 000, 00, 0, 1, 2, 3 and 4. 
Packed 3 tubes of a size in a box....dozen tubes $2.50 


Catgut—Plain 
Each tube contains about 10 feet. 
Sizes 00, 0, 1, 2 and 3. 
Packed 36 tubes of a size in a box. ..dozen tubes 3.60 


Catgut —Plain—Emergency—No Needles 


Each tube contains about 20 inches. 
Sizes 00, 0, 1, 2 and 3 


Packed 12 tubes of a size in a box. ..dozen tubes 1.00 


Catgut—Chromic 

“Van Horn’’ chromic catgut is prepared to resist absorp- 
tion in striated muscle tissue for 10, 20, 30 and 40 days. 
When ordering be careful to specify the day desired. (10, 
20, 80 or 40 day). When chromic catgut is ordered without 
specifications regarding days, 20 day will be supplied. 


Each tube contains about 5 feet. 
Sizes 00, 0, 1, 2, 3 and 4. 
Packed 3 tubes of a size in a box....dozen tubes 2.50 


Catgut— Chromic 


Each tube contains about 10 feet. 
Sizes 00, 0, 1, 2 and 3. 
Packed 36 tubes of a size in a box...dozen tubes 3.60 


Catgut— Chromic—Emergency—No Needle 
Each tube contains about 20 inches. 
Sizes 00, 0, 1 asd 2. 
Packed 12 tubes of a size in a box...dozen tubes 1.00 
To Sterilize the Outside of the Tubes 
Boil Them, Don’t Soak Them! 
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VAN HORN 
STERILIZED SUTURES 


In Hermetically Sealed Glass Tubes 


Horsehair 


This horsehair is gathered expressly for us from healthy 
live animals and is supplied in hermetically sealed tubes, 
each containing 6 strands, 


Packed 8 tubes in a box............. dozen tubes $2.50 


Horsehair—Emergency—WNo Needles 


Each tube contains 2 strands of horsehair prepared in 
precisely the same way as the larger tubes designed for 
major surgery. 

In hermetically sealed tubes. 


Packed 12 tubes in a box............ dozen tubes 1.00 


Kangaroo Tendons 


Each tendon is prepared to resist absorption in striated 
muscle for 30 days, but one-fourth of this time in ser- 
ous and mucous membranes as well as in the cervix 
Gietifaad gethionca’ Ceccoutlary nepali)! lin hermetically 
sealed tubes, each containing 2 tendons. 

Sizes: fine, medium and heavy. 


Packed 3 tubes of a size in a box....dozen tubes 2.50 


Silk—Braided—White 


Each tube contains about 2 yards of silk. 
Stock sizes: 4, 7 and 10. 


Packed 3 tubes in a box............. dozen tubes 2.50 


Silk—Braided—Black (Iron-dyed) 


Many surgeons believe that iron-dyed silk is advantageous 
ayer other silk because of its being more easily seen in the 
issues. 


Each tube contains about 2 yards of silk. 
Stock sizes: 4, 7 and 10. 


Packed 8 tubes in a box............. dozen tubes 2.50 


To Sterilize the Outside of the Tubes 
Boil Them, Don’t Soak Them! 
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VAN HORN 
STERILIZED SUTURES 


In Hermetically Sealed Glass Tubes 


Silk—Twisted— White 


This silk will be found of particularly fine quality and 
free from "filler". 

Each tube contains about 2 yards of silk. 

Stock sizes: 5, 9 and 12. 


Packed 8 tubes in a box............. dozen tubes $2.50 


Silk—Twisted—Black (Iron-dyed) 

In the opinion of many surgeons iron-dyed silk has the 
advantage of being easily distinguished from the tissues in 
which it is used. 

This silk will be found of particularly fine quality and 
free from "filler". 

In hermetically sealed tubes. 

Each tube contains about 2 yards of silk. 

Stock sizes: 5, 9 and 12. 


Packed 8 tubes in a box....,......... dozen tubes 2.50 


Silk—Twisted— White Emergency—No Needles 
Each tube contains 20 inches of silk, prepared in precise- 
ly the same way as the larger tubes designed for 
major surgery. 
In hermetically sealed tubes. 
Stock sizes: 5, 9 and 12. 


Packed 12 tubes of a size in a box...dozen tubes 1.00 


Silk--Twisted—Black (Iron-dyed)—Emergency—No 
Needles 
Some surgeons like iron-dyed silk because its black color 
renders it more easily seen in the tissues. 
Each tube contains 20 inches of Van Horn iron-dyed 
silk, and is designed for use where a small amount of 
material is needed 
In hermetically sealed tubes. 


Stock sizes: 5, 9 and 12. 
Packed 12 tubes of a size in a box...dozen tubes 1.00 


“"Don’t Break a Large Tube When a Small One Will Do.’ 
“Van Horn’’ ‘‘Emergency Tubes’’ Combine Safety with Economy. 


aa. 


VAN HORN 
STERILIZED SUTURES 


Silkworm-Gut ' 


Silkworm-gut is supplied in three colors; White, Black 
(Iron-dyed) and Red. 

When silkworm-gut is ordered without specification re- 
garding color, black (iron-dyed) will be supplied. 
Fach tube contains five 14-inch strands, except leary. 
which contains only four strands. 

Sizes: X fine, fine, medium, heavy, X heavy. 


Packed 3 tubes of a size ina box....dozen tubes $2.50 


>——- 


Also supplied in size XX fine (each tube containing five 
14-inch strands) . 


Packed 8 tubes in a box............. dozen tubes 3.00 


| Silkworm-Gut—Emergency—No Needles 
Supplies in three colors; White, Black (Iron-dyed) and 


ed. 

Iron-dyed silkworm-gut is preferred by some surgeons be- 
cause they think it is more easily distinguished in the 
tissues. 

Each tube contains two strands and is designed for use 
where a small quantity of silkworm-gut is required. 

In hermetically sealed tubes. 

Sizes: fine, medium and heavy. 


Packed 12 tubes of a size in a box...dozen tubes 1.00 


Silver Wire 


This silver wire is drawn especially for us and possesses 
the maximum tensile strength. Gauges 23, 24, 25, 26, e 
27, 28, 29 and 30, twelve inches in each hermetically : 
sealed tube, y 


Packed 8 tubes in a box............. dozen tubes 2.50 | 


“Don’t Break a Large Tube When a Small One Will Do.”’ 
“Van Horn’? “Emergency Tubes’? Combine Safely with Economy." 
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VAN HORN 
SPECIAL SUTURES AND LIGATURES 


Circumcision Sutures 


A 30-inch strand of plain catgut threaded on a full- 
curved needle, in hermetically sealed glass tube. 
Sizes 00 and 0 only. 


Packed 8 tubes in a box.........-... dozen tubes $3.00 


Intestinal Sutures (“No Cap”) 


This iron-dyed silk has been especially treated to render 
it non-capillary so that infection cannot travel along the 
suture (by force of capillary attraction) from one part 
of the wound to another. It has been woven into the 
eye of the straight intestinal needle so that it cannot be- 
come unthreaded, and since there is only a single thread 
instead of a double one behind the needle, there is less 
tearing of the tissues as it comes through. 

In hermetically sealed glass tubes. 

Sizes 00, 0 and |, catgut gauge. 

Packed 8 tubes in a box............. dozen tubes 3.00 


OBSTETRICAL OR PERINEAL SUTURES 


Chromic Catgut 


This catgut is one which has been especially chromicized 
to resist absorption in immediate repair of the perineum, 
despite the vaginal acid secretions and lochial dis- 
charges for about a week or ten days, though in many 
cases it lasts a little longer. It is threaded on a full- 
curved No. 6 regular surgical needle, and is therefore 
always ready for immediate use; the length of the 
suture is 30 inches. 

In hermetically sealed glass tubes. 


Packed one in a box............--05- dozen tubes 3.00 


Silk—Twisted—Black (Iron-dyed) 


No. 3 black silk, 36 inches long, threaded on a No. 6 
full-curved surgical needle; the silk is of heavy size and 
is therefore not apt to cut through when strain arises. 

In hermetically sealed glass tubes. 


Packed one tube in a box...........- dozen tubes 3.00 


To sterilize the outside of the tubes BOIL them, DON’T soak them. 
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VAN HORN 


SPECIAL SUTURES AND LIGATURES 


Silkworm-Gut—Black (Iron-dyed) Obstetrical 


This consists of a strand of heavy black silkworm-gut 
threaded on a full-curved No. 6 surgical needle with an 
extra strand unthreaded in each tube, and is designed 
for repair of the perineum; the size of the silkworm- 
gut and needle being especially adapted to this class 
of work, and being all ready for use, this suture will be 
found of great convenience. 

In hermetically sealed tubes. 


Packed one tube in a box............ dozen tubes 


Arterial Sutures—White Silk and Black (Iron-dyed) Silk 


These are made of exceptionally delicate silk, which is 
threaded on a straight arterial needle, the preserving 
aga betig: Untefol®, (x: pacticularly ine quality of pars 
affin oil) so that the suture is always ready for instant use, 
being supplied in hermetically sealed glass tubes. 


Packed 8 tubes in a box............. dozen tubes 


Umbilical Silk 
Two lengths (18 inches each) of white twisted silk No. 
10, in hermetically sealed glass tubes. 
Packed 8 tubes in a box............. dozen tubes 


Umbilical Tape 


This is a fine quality of linen tape, one-eighth inch wide, 
thoroughly cleansed of all dres.ing and other impurities 
before it is sterilized, each tube containing two 18- 
inch pieces. 

In hermetically sealed tubes. 


Packed 3 tubes in a box............. dozen tubes 


To sterilize the outside of the tubes, wrap them in a towel 
and boil them with the instruments. 
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$3.00 


3.00 


2.50 


2.50 


INDEX—JOHNSON & JOHNSON 


Blood Vessel Sutures 
Catgut, Chromic or Hardened... 
Emergency Tubes, with needles. 
Half-Meter Tubes........ 
Large Tubes... 
Red Cross Envelopes. 
Standard Tubes........... 
Catgut Coils, Plain and Chromicized . 
Chromic, or Hardened, Catgut 
Emergency Tubes, with needles, Catgut and Silk... 
Envelopes, Catgut 
Horsehair ........ é 
Kangaroo Tendons. . 
Silks matters 
Silkworm-Gut. 
Umbilical Tape..... 
Half-Meter Tubes, Catgut 
Bike siescwwiasiscarmesroatas 1 
Horsehair, Red Cross Envelopes 
Standard Tubes........... 
Sutures, non-sterile. 
Improved Worm-Gut aye 
Kangaroo Tendons, Red Cross Envelopes. 
Standard Tubes. NSay: 
Silk, Braided (on card reels) . 
Braided (on spools)....... 
Emergency Tubes, with needles . 
Half-Meter Tubes........ 
Large Tubes........ 
Red Cross Envelopes. 
SHG Ge aes eRe ences 


Twisted (on card reels) . 
Twisted (on spools).......... 
Silkworm-Gut, Red Cross Envelopes. 

Standard Tubes........... 
Non-sterile, 100 strands in 
Standard Tubes, Catgut...... 
Horsehair .......... 


SILES ob xigacesig aisle 

Silkworm-Gut 

Umbilical Tape............. 
Umbilical Tape, Red Cross Envelopes 
Standard Tubes........... 
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INDEX—VAN HORN & SAWTELL Pace 
Arterial Sutures—White Silk and Black (Iron-dyed) Silk. 14 


Braided Silk, Black (Iron-dyed). 10 
White... = 10 
Catgut, Chromic............0s0sececee ner erscete seers 9 
Chromic, Emergency, No Needles . 9 
Plain 9 
Plain, Emergency, No Needles ea 9 
Chromic Cat gut. 0. ...ceesenenees a a 9 
Circumcision Sutures ... eles 13 
(Hb raehalhs wissen volacn aertee vty apesemaneees demesne 10 
Intestinal Sutures (‘‘No Cap’’). 13 
Kangaroo Tendons 10 


Obstetrical or Perineal SutnEee “ Chromic Catgut...... 13 


Silk-Twisted—Black (Iron-dyed) 18 
Silkworm-Gut—Black (Iron-dyed) . 14 
Plain Catgut........c scree eeseeeeeeee £) 
Silk-Braided—Black (Iron-dyed) . 10 
Braided— White ..........--- 10 
Twisted—Black (Iron-dyed) ll 


Twisted—Black(Iron-dyed)Emergency, No Needles. 11 


Twisted—White Emergency, No Needles... . abil 
Silk, Umbilical............--:e0eseeeeeees ; 14 
Silkworm-Gut ...........6:6se sneer ee : 12 

Emergency, No Needle: Z 12 

Obstetrical sph 14 


Silver Wire 

Sutures, Arterial 
Cireumcision....... 
Intestinal.... 
Obstetrical ...... 

Tape, Umbilical....... 


Twisted Silk, Black (Iron-dyed).........--.-+6+---+5+ ll 
Black (Iron-dyed) Emergency, No Needles 11 
Black (Iron-dyed) Obstetrical.............+++++5++ 13 
White, and White Emergency, No Needles........ 11 

Umbilical Silk 14 

Umbilical Tape.. 14 

Wire, Silver 12 


